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FDESIA Surgical is the leading manufacturer, exporter and supplier of micro-Ophthalmic, 
Dental, Orthopedic, micro cardiovascular, TC instruments, Titanium & Orthopedic surgical 
instruments. Our commitment to excellence and focus on innovation have made us a trusted 
partner for healthcare professionals seeking the best possible solutions for their surgical 


needs. 


FDESIA Surgical based in Sialkot, Pakistan with our branch office is in Lahore with a vision 
and dedication in providing healthcare facilities with high grade surgical instruments that 


improve the efficiency of challenging surgical procedures. 


Fdesia Surgical was founded on the principles of quality, reliability, and customer satisfaction. 
We understand that in the field of healthcare, the success of a surgical procedure depends on 
the quality of the instruments being used. This is why we go above and beyond to ensure that 


every product we produce meets the highest standards of quality and precision. 


FDESIA surgical have very close collaboration with leading medical facilities and surgeons 
where we get best recommendation and advice to further streamline the surgical products as 
per the current requirement and instrumentation trends. FDESIA is planning to extend the 
current product line to include 1000's of hand crafted as well as precision machine crafted, 


stainless steel surgical instruments. 


As FDESIA surgical setting the standard for high quality surgical instruments designed to meet 
the surgical standards required for either Mid-Grade, Physician grade, disposable, and floor 


grade designs to offer reliable and economical solutions to our customers. 


Our team of experts work tirelessly to design and manufacture instruments that are not only 
effective and efficient but also easy to use and maintain. Our manufacturing facility is equipped 
with the latest technology & CNC machines to allowing us to produce products that are 
consistently accurate and precise. We use only the finest materials and employ strict quality 
control measures to ensure that our instruments are free from defects and meet all relevant 


international standards. 


We export our products to countries all over the world and have established a reputation as a 
trusted and reliable supplier of surgical instruments to healthcare professionals, surgeons, and 


healthcare distributors around the world. 


το ORDER OR INQUIRE 


We are always here to help! If you have any questions or concerns about our catalog or your 


order, please don't hesitate to contact us. 
You can reach us by: 


Phone: +92-327-4097931 
+92-322-4925327 


WhatsApp: +92-327-4097931 


Email: info@fdesia.com 


fdesiasurgicals mail.com 
Website: https://fdesia.com 


When contacting us by phone or email, please have your order number or customer number 
ready, if applicable. If you are inquiring about product, please provide the item number or 


name. 
We strive to respond to all inquiries within 24 hours during business days. 


Thank you. 
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NEWELL LID RETRACTOR, PAIR 


Overall Length: 15mm 


WIRE SPECULUM 
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Infant, 4mm Blades Child, 12mm Blades Adult, 15mm Blades 18mm Blades 
Overall Length: 31mm Overall Length: 39mm Overall Length: 41mm Overall Length: 40mm 


SLADE LASIK WIRE SPECULUM 


Overall Length: 40mm 


WIRE SPECULUM, SOLID BLADES 


''' 
Infant, 4mm Blades Child, 12mm Blades Adult, 15mm Blades 
Overall Length: 35mm Overall Length: 35mm Overall Length: 42mm 
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SAUER SPECULUM 


Infant, 6mm Blades ' 
Overall Length: 30mm 


FS1-1045 
Premature, 4mm Blades 
Overall Length: 26mm 
CooK SPECULUM 
-g i T a : ja - - —— pM VS 
—— » — — 
- Pss Ld = - | -- 
e 7 P 9 = “~ a ο. pu 
: A = i — ~a -— — X 


Solid Blades, 3mm Solid Blades, 6mm Solid Blades, 8mm Solid Blades, 11mm Solid Blades, 15mm 
Overall Length: 35mm Overall Length: 41mm Overall Length: 44mm Overall Length: 45mm Overall Length: 55mm 


CLARK UNIVERSAL SPECULUM 


FS1-1060 | a — m A JH 


Overall Length: 30mm H CS 


d om EN 
15mm Blades m 


CASTROVIEJO SPECULUM 


F51-1065 | "um i . - 


Overall Length: 90mm 


| ς νο er bsp - ; 
Fenestrated Blades, Κ΄ δίῳ ν 


15mm ee -- 
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FS1-1066 | 4 


Overall Length: 94mm καὶ » = m 
Fenestrated Blades, - — — . =f 
SS, ——" > 


16.5mm we 
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BURCH FIXATION PICK 


Overall Length: 135mm νιν ————MSMÁA e '.'." 


BONN MICRO IRIS HOOK 


Overall Length: 125mm f£ - | 


Round Handle, with Guard Va 


BONN MICRO IRIS HOOK 


Overall Length: 126mm —_ 
Blunt, Flat Handle 


GRAETHER COLLAR BUTTON 


| FS4-1325 | Straight - uum — 


Overall Length: 119mm Γρ 


Overall Length: 123mm 


SHEETS MICRO HOOK 


Overall Length: 124mm 
Sharp, with Guard 
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KNOLLE MICRO IRIS HOOK 


- ο ροκ ELSES SEAN κοκκινο 
Overall Length: 122mm — 0 5 


Blunt 


SHEPARD MICRO IRIS HOOK (BLUNT) 


Overall Length: 112mm 


MACKOOL IRIS REPOSITOR 


Overall Length: 112mm 


HIRSCHMAN IRIS HOOK 


Overall Length: 117mm 


Lens Manipulator, Blunt 


JAFFE MICRO IRIS Hook (BLUNT) 


Overall Length: 117mm ———— ] : —— —— | 


Lens Manipulator, Blunt 


JAFFE LENS SHEARING HOOK & MANIPULATOR 


Overall Length: 117mm 


Lens Manipulator, Blunt 


KUGLEN IRIS HOOK & LENS MANIPULATOR 


Overall Length: 113mm 


Clover Leaf, Straight | — 


To Order: info@fdesia.com +92-327-4097931 WhatsApp: +92-327-4097931 Web: https://fdesia.com 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS - OPTHALMIG GATALOUGE 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


To Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Overall Length: 112mm 


To Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


To Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG ΟΑΤΑΙ Ου ΞΕ 


Το Order: +92-327-4097931 WhatsApp: +92-327-4097931 Web: 
Fdesia Surgical Instruments © All Rights Reserved 


FDESIA SURGICAL INSTRUMENTS — OPTHALMIG GCATALOUGE 


BEAKED MINIATURIZED FORCEPS 


Colibri #30 


PIERSE TYING FORCEPS 


FS5-2055 
Overall Length: 86mm 


Elongated Tip 


BEAKED COLIBRI FORCEPS 


FS5-2060 
Suture Removal 
Forceps # 34 


SWAN NECK FORCEPS 


FS5-2065 στο paura: 
With wide jaws & λε... 
Micro Groove # 24 ce ded 


PIERSE FORCEPS 


FS5-2070 


For Anterior É ἅν. “'''''- 
Chamber δι Iris Work ς : 7 


PIERSE FORCEPS 


FS5-2075 
0.2mm Grooved 
Tying Forceps # 16 


BEAKED MICRO COLIBRI FORCEPS 


FS5-2080 


With Platform # 37 QUE m ` 
bt a 


— — -- Ἴ 
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VERAPLUG PUNCTAL SIZER 


(Small/Medium) 0.5 - 0.6 
Overall Length: 91mm 


(Large/Extra Large) 0.7 - 0.8 


Overall Length: 91mm 


SHEPARD-HOFFER OPTIC ZONE MARKER WITH GROSS 
HAIRS 


σι 
o 
3 
3 


3.0mm 
Overall Length: 102mm 


Overall Length: 106mm 


2.75mm 


Overall Length: 83mm Overall Length: 99mm 


3.25mm 


Overall Length: 110mm Overall Length: 106mm 


3.50mm 


Overall Length: 100mm Overall Length: 86mm 


3.75mm 
Overall Length: 80mm 


Overall Length: 113mm 


4.0mm 
Overall Length: 109mm 


Overall Length: 113mm 


4.25mm 


Overall Length: 84mm Overall Length: 129mm 


M 
fo) 
3 
3 


4.5mm 
Overall Length: 83mm Overall Length: 116mm 


4.75mm 
Overall Length: 101mm 
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LASEK ALCOHOL WELL 


Overall Length: 132mm t ke. — 1 cuenca 
nici eno 


Overall Length: 132mm 


BORES AXIS MARKER 


verall Length: 102mm rH» 
σα 


BERKELEY DOUBLE MARKER 


2.50mm & 2.75mm 
3.00mm & 3.25mm 
3.50mm & 3.75mm 


4.00mm & 4.25mm — à 
» 


4.50mm & 5.00mm 


Overall Length: 126mm 


BERKELEY DOUBLE MARKER 


7mm 30 Degree 


7mm 45 Degree V 


LEP IT 77} 775741 


mm 60 Degree 


7mm 75 Degree 


7mm 90 Degree 


M 


Overall Length: 126mm 


HENDERSON PRE-OPERATIVE ALIGNMENT MARKER 


Overall Length: 103mm ) 


LRI GRAVITY MARKER 


I 


Overall Length: 154mm 
12.5mm Spread Marker at 3 
and 9 
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OUTER ASPIRATING CANNULA 


Overall Length: 36mm 
19ga, Straight, Blunt 


ASPIRATION & IRRIGATION GANNULA 


FC-1410 
Coxial + 


FC-1411 
Stainless Steel 
Overall Length: 42mm 


BONN LACRIMAL CANNULA 


= — 
| FC-1430 | απ mal 


Overall Length: 42mm 
v 


BAILEY INFANT & GHILD LACRIMAL GANNULA 


Overall Length: 32mm am wm — - 
23ga, Blunt 
FASANELLA LACRIMAL GANNULA 


Overall Length: 38mm — a — — an 
Light Curve 22m Tip 
23ga 


KEISLAR LACRIMAL GANNULA 


Overall Length: 42mm 
23ga, Curved i , 
| 


LACRIMAL CANNULA 


Overall Length: 39mm ”” ~ 


Beveled, Round 
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ROWSEY GLOBE FIXATOR CANNULA 


1 Front, 2 Side 
Openings 


BINKHORST IRRIGATING HOOKED GANNULA 


» ~ 
Overall Length: - — qu» 
46mm Straight 22ga 

BINKHORST IRRIGATING HOOKED GANNULA 
22ga 

κ... — — 

END a i ww 2 
Overall Length: 37mm 

ENEN adimi 
Overall Length: 35mm WE sid : — à. ἜΤ 
JENSEN POSTERIOR CAPSULE POLISHER 
Overall Length: 48mm — | 
23ga, Sandblasted Tip Ns -— 


CAPSULE POLISHER 


Posterior Capsule Wall Scraper-Polisher 


ο o Ρ „=o -—-— 


Sand Blasted Tip 


Overall Length: 40mm 


Sand Blasted Tip 
Overall Length: 33mm 


KRATZ CAPSULE WALL SCRAPER 


FC-1865 | D" 


Overall Length: 32mm ť— ~ w — 
23ga, Angled 1mm 
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DREWS POSTERIOR CAPSULE POLISHER 


23ga, 2mm, I.D Loop Sand 
Blasted Bottom 


2mm Port for Reverse Irrigation 


KRAFF GURETTE POSTERIOR POLISHER 


1.75mm Semi Sharp cup with 


Irrigation Port in Center 


FDESIA A/G MAINTAINER 


A/C Maintainer Bulbous Tip 


FDESIA A/G MAINTAINER 


-- -- 
———————Á πω 


GRAETHER COLLAR BUTTON IRIS RETRACTOR CANNULA 


Iris Cannula 


| FC-1901 | Straight 


Overall Length: 45mm 


FC-1903 Vaulted 


Overall Length: 45mm 


SIMCOE DCORTEX GANNULA 


Overall Length: 28mm 
23ga, Blunt, Side Port 
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19 Castroviejo Needle Holder, Straight, With Lock, Delicate | aws 
20 Castroviejo Needle Holder, Curved, With Lock, Delicate J aws 
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SCHOCKET SCLERAL DEPRESSOR 


FSU4 1231 ο, - cx 


--- ο ^" 
Overall Length: 135mm pU nc hs 
LESTER LENS MANIPLILATOR 
FSUA 1372 
Overall Length: 114mm —! d 


Angled 


— 


SINSKEY II LENS HOOK 


FSU4 1387 
tase aisha! e ee σε Ἡ "ντα es Maa ded e E vay 


Overall Length: 111mm 
Angled 


STRABISMUS HOOK 


FSU4 1443 — E 
Overall Length: 126mm 


BRAUNSTEIN FIXED CALIPER 


FSU4 1457 
Overall Length: 67mm 
3.5mm / 4.0mm 


NAGAHARA PHACO CHOPPER 


FSU4 1550 


Overall Length: 112mm { 
. SESS mm 
Nucleus Splitter, Blunt Tip ERRIAN A E RDAS ΟΣΗ) 
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AXIS FINA ET Em 121 Lens Manipulating Cannula ................................. 
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Micro Angled Blunt Tip Cannula 
Barraquer Nucleus Delivery Cannula ............................ sss 
Barraquer Iris Spatula ..................... 18, 166, 171, 175, 187 Nucleus Ηγαγο-αἰδοδβεῖοτγ...........................νιεεεεεενόννννννν. 
Beaked Miniaturized Εοτεθρ5.........................-ι-ε.ειόόννενόοονν. 91 Retrobulbar Injection Οβππηἰα.................................... 
Bi-Manual Handpiece...................... essere 125 Shahinian Cannula ...................... 
Bishop-Harmon ΕοΓΟ8ρ5....................................-..----..ι.ὀ-.... 61 Sheets Irrigating Vectis Cannula 
Blade Breaker Side port Cannula ....................... 
Blade Breaker... ... e ette Reese Simcoe Capsule Scrubber 
Castroviejo Blade Breaker Simcoe Cortex Cannula................... eese 
Blade Handle .... 145, 165, 167, 171, 176, 177, 179, 181, 183, Simcoe Double Barrel I/A Cannula ....... 138, 166, 168, 172 
185, 187, 191 Simcoe VA Unit......... essere 138 
ΒοπηΡοτε6ρ5............................... 57, 58, 152, 171, 185, 204 Welsh Flat Olive Tip Οϑηπωἰβ....................................... 126 
Botviti FOrCeps. eire ο ο ο ρα 58 Capsular Forceps............... eonun ornnes 65, 66, 67 
Burch Fixation Pick ...........::.... erue ece errare rien aere eniro 30 Capsule Amputator sssrinin 20 
C Capsulorhexis Forceps ...... 71, 72, 73, 92, 153, 154, 164, 165, 
166, 169, 171, 204, 205 
ο Ποπ τς He πο πια. 39, 177, 203 Capsulotomy FOrCepS........cccecccccecsseeecesseeeecseneeeeeseeeeeees 67, 72 
Cannula Castroviejo 
A/C Μαϊητϑίπετ..................................... 137, 138, 165, 172 Castroviejo Caliper. 39, 150, 165, 167, 169, 171, 177, 183, 
Air Injection Cannula ...134, 163, 165, 168, 170, 172, 190, 185, 191, 193 
192 Castroviejo Cyclodialysis Spatula........................... 23, 149 
Alpha-Chymotrypsin Οβηπηἰα...................................... 133 Castroviejo Scissors ................ essen 105 
Anterior Chamber (8ππι[α.................................. 128, 190 Castroviejo Synechiae 5ρ8ϊζω|β.......................-...εειοοοοεει.. 22 
Aspirating Cannula............................... 130, 131, 172, 178 Castroviejo Universal δεἰδοοτγο.................................ν... 108 
Aspiration Cannula ............................... 130, 163, 164, 170 Castroviejo-Snider Forceps ......c.cccccccccsssssseseeeceesestaeeeeees 70 
Atkinson Retrobulbar Needle ........................... eee 133 Corneal Section Scissors ............... 104, 107, 108, 172, 190 
Bishop-Harmon Anterior Chamber Irrigator126, 168, 172, Spatula:S;SpOOD s. ai site ce ER it ce ους 24 
174, 178, 180, 184, 186, 190, 192, 194 Chalazion 
Capsule Polisher .......................eeseeeeeennnene Chalazion Curette ..................... 16, 17, 173, 176, 181, 202 
Capsule Wall Scraper .........................eeeeeeeeeees Chalazion Forceps .....47, 48, 49, 50, 151, 173, 176, 182, 204 
Capsulotomy Needle Cannula Chopper 
CCH Hydro-dissector.................... Chang Combination Micro-finger Horizontal & Quick 
Curette Posterior Polisher ........... Φον ο "—— 43 
Cyclodialysis Cannula.............ccccccssssccececeesesseeeeeeeeeeesees Chang Horizontal Micro-finger Chopper ....................... 43 
Cystotome Cannwula ..................... essen Chang-Seibel Chopper ........................ esses 42, 167 
Cystotome Knife Οθηπηἰα............................................ He Hook Chopper ................eesseeseseeenenee enne 42 
DALK Ca mines ο E ο σα ο Seibel Nucleus ChOppel..........eeeeceseeeeeceeseeeeceeeeeeeeeeneeeees 42 
Globe Fixator θηπηἰᾶ..........................................ὀ...ο.. ΟΠϊ8Εογεερο.........................ι.ι...... 51, 52, 151, 174, 195, 204 
Hydro-dissection Οθηπηία............................................ (οπθη-ν8ηῃ85δ5εἰδοοτο..................................... 114, 190, 192 
Ηγαγο-αἰο5βεῖογ........................ιοωονοννέενενενὀνννενννεεενενενννν Colibri Forceps...... 52, 53, 54, 90, 91, 92, 151, 166, 167, 171, 
Irrigating Cannula ......... 126, 127, 129, 130, 163, 164, 170 189, 204 
Irrigating Hooked Cannula................................... 136, 168 Conjunctiva Forceps 
Irrigating Implant Ο8ππιι|8........................................... 139 Connor WAIN aes ness οσο μα ο ean pa epa d ore dd 
Irrigating/ Aspiration Cannula ...... — ... 129 Corneal Epithelium Spatula.......................seeeeeeenee 46 
Irrigation Cannula 126, 127, 130, 131, 134, 138, 143, 174, Corneal Forceps......................... 54, 55, 56, 90, 158, 160, 198 
188 Corneal Grafts ο ο ο πο. 89 
Knife Cannuülai. sii evertit rere e eee ca neon 135 Corneal Scissors ......................... 105, 106, 107, 108, 116, 206 
Knolle-Pearce Vectis Οϑηπηἰα...................................... 127 Corneal Transfer Forceps... 56 
Lacrimal Cannula .......................... 131, 132, 133, 174, 180 Corneal Transplant δείο5οτο............................ι..-εεννόνοοννν.. 106 
Lasik Aspirating Spoon Cannula................................... 144 Corneoscleral Forceps ..........cccecsessscecececeesessseecececeesesssaeeeeees 55 
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(ογηβοσείθγα!ΡωπςἬ................................................... 16, 191 
Curette 

Νἰβπϊίηρα|ε(Οιιγεῖῖε.......................ιιιτιιενενονονοεθννὀνεννννννννν 

Open Ended Curette 

Weaver CUFGtte.... occu anniina ii 
Cyclodialysis Spatula.. sosisini aasia 
D 
DALK 

Fdesia ΡΑΙΚ5εἰοοογο.........................ι..ειενενονονννενενονονννν 104 
Degree Gauge .....cccccccccccccccccccecccceceeeceeeeceeeeeeeeeeeeeseeens 125, 197 
Diffenbach Serrefine ................... 87, 172, 177, 186, 190, 194 
IPs "mem 118, 182 
IBI ECC Todo] m 46 
DMEK 

DMEK Tissue Prep Forceps ......cccccccccceccccceceeceeeeeeeeeeeeeeees 74 
Dressing Forceps 
E 
Elevator 

Double Ended Periosteal Elevator ................. 11, 179, 181 
Endocapsular Controller ......................... eese 19 
Endothelial Stripper... 45, 198 
ΕπαοίΠεί[ίηπιΕογεερο.............................ιιενονονενέενενενεννννννννν 56 
Entropion ογεερς...................................ὀ.ὀ.ὀνὀνὀνὀνὀνὀνονονονονεν. 48 
Enucleation 5εἰοοογο................................ 103, 104, 175, 182 


Enucleation Spoon 
Evisceration Spoon 


Ey& & Ear FOFCepS.... ennei pavo peo pared agane 

F 

Fdesia Επ ο ο. 129 
Femto Chopper ..........cccescccccecsesssseeceesceeseseeeeseeseeeseeees 46, 163 
Medie "—— 69, 163 
Fink Tendon Tücker..........5::: ο ρα. 68 
Fixation Forceps ............ 62, 63, 64, 65, 89, 90, 185, 187, 189 
Fixation HOOK ................sseee e 29, 181, 183 
Fixation Ring.......................... 9, 121, 149, 167, 171, 188, 189 
Flap Protector ............. 

Foreign Body Forceps 

Foreign Body Needle ...... 

Foreign Body Spud............................... 13, 14, 173, 195, 202 
Εγ8βπιεπίξοτεερ5.................................... 67, 71, 72, 165, 166 
G 

GSS PUNCH πο ο ορ ο ο ου 16 
Gills 8ππ855εἰδοοτο........................................ 113, 168, 172 
Gland Compressor ssis asainne ainiin iiai 199 
Gland ιο πο] ο σος ο σος 199 
ος Πο κ ο ο ο ο νννννννἵἯὟ 39 
Graether Collar Button ..................eeeeeeeeneeee 30, 137 
H 

HOOK & LOO ο ο Ας. 
Horizontal Chopper 

Ι 

INCISION ΜάγΚατ........................ιιινινονονονενενὀνενννννννννννννον 40, 123 


Incision Spreading Forceps 
Infusion Hand Piece 


Intracanalicular Plug Forceps 


Intraocular Forceps ..........cccecsesescecececeesscaeeeeececsesseeeeeeeseeenes 

Intraocular SCISSOrs....... ο μυ. -- 

IOL Cutting Scissors... 

[e] M FORCEDS m 

ος Πο ποσο ο ο ο. 

Iris Forceps .. 57, 58, 59, 60, 62, 152, 171, 177, 183, 191, 193 

Iris ΗοοΚ.......................οιι.... 29, 30, 31, 32, 39, 165, 169, 171 

ας ο] RERO 23,31 

Iris Retractor 27, 28, 29, 137 

Iris δεἰοοογο................................ 100, 101, 111, 112, 187, 192 
Knapp Strabismus Scissors.......... ...101, 103, 174, 192 
Needle Point Stitch 5εἰδοογο..............................ννόνονννν.. 101 
Strabismus 5εἰοοοτο............................-ι-ιτεεεεεέέέόνενννενννν 101 

Iris.Spatula.. ο ο πο ο 18, 149 

Iris Suture Needle Ουἱαε.....................ιιινοννννννεεθννὀνννννννννννννν 38 

) 

Jaeger Lid Plate... eerte tne nin 

Jensen:FOrceps...... critico eto rare cae e ee eye rure cH iKa 

Jewelers Forceps ........................... 

K 

Kansas Handle.........cccccccccccsssssssecececeesesseeeceeeceeseeseeseeeceeees 


Katzen Forceps 
Katzin Miniature Scissors 


Κείπιϑη-ΜεΡΠΘγο5οηΕογε6ρ5..........................................ο:... 56 
Keratoplasty 5εἰο5οτο...............................--ι-.-ετεεενέννννννονννν. 109 
Knife 

Gill Corneal Knife .....................eeeeee 12, 187 

Haab:Scleral Knife...............:..... ο μυ. 12 

ο ο ο ο ο. ο ο... 208 

Tooke Corneal Knife .................ιιειιονεννενονοννὀνννενοννννεννονννν 12 
Kraf Capsule Tag FOrceps.......cccccccccccccsssssscecececsessseeeeeeeseeeses 71 
L 
Lacrimal 

West Lacrimal ΟΠ|οει...................................... 11, 179, 181 
Lacrimal Dilator ................. 117, 118, 174, 180, 182, 195, 207 
LASEK qe ——————————————— 124 
Lasik 

Fukasaku Lasik Spatula .........ccccccccccccsssssssceeeeessesssteaeeeeees 44 

Lasik Flap ο ο ο ο μμ μυ. 42 
LASIK 

Buratto LASIK Flap Εογεερ5.......................ιιονεεεεέενόννννννν. 

Guimaraes LASIK Spatula........ccccccccccccssssssseecceesessaeeeeees 

Katzen LASIK Flap Unzipper ..........................eeeeee 

KU LASIK Flap Elevator/Manipulator 

LASIK Elevator/Retractor ................... eene 

LASIK Flap Irrigator ......................... 

Machat LASIK Retreatment ............ 

Mendez LASIK Flap Εογεερς..................................ονοοοοι.. 

Slade LASIK Retreatment ................... sese 
FIT BT Tele t Tops —— ' 
LEMS EXPFESSOP ο ο σος. 
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Lens Folding Forceps ....................... 
Lens Folding/Insertion Forceps 
Lens Folding-Insertion Forceps 


ἑ8η5ξΡογεερ5................................ 78, 79, 80, 81, 82, 167, 171 
Lens Ηοἰαίπρξογεερς.................................. 79, 80, 81, 82, 88 
ἱ6ποΗοοΚ........................ 33, 34, 35, 166, 167, 169, 171, 203 
Lens Implantation Εογεερ5................................ι.ειεόνόνννονον.. 82 
Lens Insertion Εογεερο5............................................ 81, 82, 83 
Lens Boro] EE 24, 25, 26, 149, 166, 171 
Gills/Welsh Lens Loop ........ccccsccesssecssecesseecsecesseeesaeeeneees 24 
Lens Manipulator ........ 31, 32, 33, 34, 40, 150, 164, 167, 203 
Lens Pusher 
σσ ο ο. 
Hessburg Lens Pusher.................. 
Leiske Smith Lens Pusher 
ΙΕ μα απο ὅ υα 
LENS οσο ο ο ο ου. 
iG πο ο DS ο ο πο ας πως 
Μ 
Manipulating ΗοοΚ...........................ι..εεεένενννννν.. 32, 33, 34, 35 
Manipulator 
Anis Ball Tip Manipulator ........................ cessere 43 
Double-Ended Μαπηἱρω[αϊοτ........................................... 32 
Koch Stop And Chop Manipulator ............................ sse 41 
Phaco Manipulator ......................... 
Manson Double Ended Hook 
Marker. 39, 120, 121, 122, 123, 124, 125, 197 
Marker with Cross Hairs ....................eeeeeeeseeeneeeennnnne 120 
McPherson Forceps............... cesses nennen nennen 80 
Meibomian Gland Expressor ....................... 49, 173, 179, 183 
Membrane Punch .................sseseee ee 16, 191 
Miniature Scissors cieuses acasan aiina 111 


Mosquito Hemostat ...86, 166, 167, 172, 175, 179, 182, 184, 
186, 189, 191, 194 

Müscle FOrCeps... «en reet ο. 83, 84, 194 

Muscle Hook.... 36, 37, 38, 173, 175, 177, 181, 183, 185, 193 


N 


Needle Holder 93, 94, 95, 96, 97, 98, 99, 155, 156, 163, 166, 
168, 172, 176, 177, 179, 182, 184, 186, 190, 192, 194, 
206 


Nucleus Bisectór secet ο ο ρα. 41 
Nucleus Cracker..................... eese 84, 85 
Nucleus Manipulator ..............ccccssscecceecessssseeseeeeeeeenees 19, 202 
Nucleus Pre-Splitter........................ cesses rennen 85 
Nucleus Rotator............... ccce 19, 149 
Nucleus 5ρἰπτατγ...............ιννενεννννννννννννενενὀνὀνεννννννεννενενεν 36, 203 
Nucleus Trisector ....................eeeseeseeeeeeeenee nennen 41 
ο 
Orbital Βεϊγαεῖοτ.........................ονονονονονονοννον 28, 29, 177, 181 
P 
Phaco 
Handle for I/A Tips.......... eese 141 
One Piece Phaco I/A Handpiece .......................... 140, 141 
Phaco I/A Tip — 141 
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Phaco Nucleus Splitter 
Phaco Pre-Splitter................. 


Rosen Phaco Splitter.......................... esee 

Pierse Forceps 

Probe 
Bowman Lacrimal Probe.............................. 119, 180, 207 
Harms Trabeculotomy Probe............................... 117, 192 
Pigtail Probe With Suture Holes .................. 118, 180, 182 
Rolf Lacrimal Sac Probe .........cccccccccesssssseccceceesessaeeeeees 118 
Williams Lacrimal Bulbous Probe ................................ 119 
Ziegler Lacrimal Οβπα!ΡγοῦΌε....................................... 118 

Pterygium Brush 

Ptosis Clamp .............. 

Ptosis Forceps............ 

PUNE Al SIZE Mics cocco eee ο ο ο 

R 

Retractor 
Agricola RetractOr........ccccsccccccccsssssscecccecsesssseseeeceseeseeaees 10 
Arruga R@traCTOM sie. cectsccccuctscensectscenctntcensecctcecnsesseececeaeee 27 
Fink RétraCtOr sssi νο eene nnne nnn nnne 11 
Goldstein Βεϊγθεῖογ.................ιιιιιννννννενενὀνενννεννέεννενννννννν 10 
Jaffe Wire Retractor .................sssessseseseseeen enne 9 
Knapp Retractor... 11, 179, 181, 183 
Lid Retractor ......................... 2, 9, 173, 181, 183, 193, 202 
Müller Retractor isisisi aiaa 10 


Rongeur Forceps ......ccccccccecccececcccceccceeececeeeeeeeeeeeees 88, 89, 179 
Us RT 39, 122, 123, 181, 193 
S 
Saüirez SpreadeE..... iiis te rina nonna μου 122 
Scissors 
Capsulotomy Scissors ...112, 113, 166, 168, 172, 174, 207 
CONJUNCTIVA 5εί5οογο............................................ 109, 110 
Fdesia Scissors ......cccsscccccccessssscesececsessseseeseesceesesseaeeeeees 111 
Fdesia-Gills Scissors ........................ ... 112 
Fdesia-Vannas Scissors 112, 192 
Large Ring Scissors....... 100, 165, 176, 178, 180, 184, 187, 
192, 194 
Tenotomy Scissors ....... 102, 109, 110, 165, 166, 168, 170, 
172, 175, 178, 180, 182, 184, 186, 190, 194, 206, 207 
Scleral Ῥεργθοοοτ................................... 27, 28, 173, 177, 203 
Scleral HOOK ee αι ποσο. 29 
Scleral'Plug'FOFCeps nere ruere rue eoo κκ Fono νοκ νά νενοεν 69 
Separator-Elevator ................... sees 44 
Set 
Cataract — Manual Set 
Cataract — MSICS Set............. ie riie eric rkse ke raro eek bake a Re edà 
Chalazion δεϊ.............................. 
Corneal Transplant Set 
Enücleation Set..:. nete eR ten οσο 
Extracap using Phaco Set....................sessseenene 
Femto Cataract Set .............. seen ene 
Foreign Body Set... nennen 
IOL Removal Set... enne 
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Lacrimal πο eren ete ο ο ο. 
Lasik Set ..................... 

Lid Surgery Set 
Micro Incision Cataract Set (MICS) " 
Muscle κ ο ο ME 
Oculoplastic ιν πο ο ο. 
ο ο ο ο ο ο ο μυς. 
Phaco Pre-chop Set..........cccccsessecececeessssseeeeeeeeesesseaeeeeees 
Planned Ecce Cataract Set ..................ssssssseeee 
PLEFY RIUM Set..iieeiseiere e einer hoe eno νο κενο εν ae Eno ra Randy 
Strabismus Set... eene enne 
Γκο ο (Φα ο ο ο μμ. 
Vitreo Retinal 23ga Set 

SET 
DSEK / DMEK SET 


Sheets Micro HOOK enosis soncni insenerina 

SIM COG μμ... 26, 137, 138, 139, 166, 168, 172 
SINGLE USE — CAPSULORHEXIS — TYING - JEWELERS ....... 205 
SINGLE USE — FORCEPS - CAPSULORHEXIS....................... 204 
SINGLE USE — JEWELERS — NEEDLE HOLDER & SCISSORS 206 
SINGLE USE - MANIPULATOR — HOOK ἃ CALIPER ........... 203 
SINGLE USE — SCISSORS — DILATORS δι PROBE ................ 207 


SIZING GOW BS ο ο μμ μου. 
Soft IOL Insertion Forceps 
Spatula 
Chambers Spatula........4. nero Rin torni rene Ree 20 
Culler Iris Spatula.........................eeseeeeeeeeeen nnn 18 
Double Ended Femtosecond Spatula..................... 46, 163 
Gimbel Nucleus 5ραϊω|3..................................--εεενόνονοι.. 
Girard Synechiae 5ρ3ζω|3....................................ι.ονοοοοι.. 
Green πο ο tive ro een 
Kansas Nucleotome 5ρ8ζω|3.......................................... 
Kimura Platinum Spatula ............................seeeeeese 
Kirby Iris 5ραζω|3.........................-.ι-ιεεοενενενονοννὀθὀνὀνοννννννν. 
Nucleus Spatüla................. 12: erento ornnes 
Obstbaum Synechiae Spatula 
Paton Double Spatula ..................... 
Seibel Μπο Εμ μμ μμ”. ϱ”ϱϱϐϱϱϱ“'--. 
Slade Flap Spatula, Blunt ..................... eese 
Spatula & ενος 
Speculum 
Nasal πο μυ ο ο 12, 179 
Williams Speculum ......................eeeeeeeenneneenennn nnn 7 
Speculums 
Alfonzo Πο οι μμ μμ” ϱϱϐϱϱϐϱϐ“'-. 5 
Barraquer... 3, 4, 18, 22, 23, 51, 52, 54, 60, 93, 94, 98, 99, 
109, 111, 112, 151, 155, 156, 163, 164, 166, 167, 171, 
172, 173, 174, 175, 186, 187, 189, 191, 192, 194, 195, 
201, 202, 204 
Castroviejo Eye Speculum ........cccccccccecsssssceeecessessstseeeeeeees 7 
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Castroviejo Speculum .................. 
Clark Universal Speculum 
COOK SPOCUIUIM: ο —— 
Guyton Park Speculum ................... 
Guyton-Park Speculum .................... essen 
Irrigating Speculum........................ sese 
Kratz Wing 5ρ6ευ|ιπη....................................... 4, 173, 201 
[3η(βοϊθγ5ρ6ουίωπη........................ιειιόνονονννοννν. 7, 181, 201 
Lester-Burch Speculum..................... eese 7 
Lieberman Speculum .................... 3, 4, 5, 7, 149, 163, 165 
Sauer Speculum .........ceceesssceccceceesesssaeceeccecsesesaeseeeeeseeeeaaees 6 
Wire Speculum . 2, 3, 4, 167, 171, 173, 189, 191, 195, 201 
Splinter FOrCeps............ccccesssccececsesssseeeeeeeees 84, 177, 179, 183 
Sterilization Tray... σσ toa ας 146 
Stitch Scissors ............ ...110, 111, 190, 192 
Strabismus Hook..................eeeeeeeeeeeene 38, 185, 203 
Superior Ββεζα5ξοτεερς...........................νονενενενονον. 67, 68, 87 
Süture FOLCeDS......... μμ tun onam cR rne 69, 75, 179 
Suturing Forceps..... 70, 76, 90, 153, 165, 166, 167, 177, 179, 
183, 185, 187, 189, 193 
Swan Neck Forceps .........ccsssccsccecsesssssseeeeeceesessaeeeeeessseseeaees 91 
T 
Tenotomy 
Tenotomy Stitch Scissors .....110, 170, 172, 178, 180, 184, 
186, 192, 194 
Tenotomy HOOK -eseina iaeiei a aiai 36 
Tenotomy Scissors 
Aebli Angular Scissors... 102 
TISSWO:FONCE ο μμ μυ ας 62, 175, 182 


Titanium... 149, 150, 151, 152, 153, 154, 155, 156, 159, 160, 
161, 163, 164, 178, 196, 198 


Titanium Seibel ll ..................... sees 151 

Titanium Sinskey Hook ........................ssesseseeennee 150 
Titanium Castroviejo Colibri .......................... eese eese 152 
TITANIUM MICROSURGICAL ..................... 158, 159, 160, 161 
Titanium Troutman Superior Rectus ................... esee 152 
Towel Clamp........................ 86, 172, 179, 184, 189, 191, 194 
Tubingen Micro SCISSOMS.......cccccccccccessssscecececeesseseeeeeeeeeees 114 


Tying Forceps 72, 73, 74, 75, 76, 91, 154, 155, 167, 171, 177, 
183, 186, 187, 189, 193, 205 


U 
Utility Forceps ................... eese 87, 88, 172, 177, 187 
κα Πτα κ ο ο ο ο ο ο 45 
ν 
Verticle σπορρατ..........................ιιιπιιενενννονννονενὀνενννννννννννενον 41 
Von Mandach Forceps assess hinisna enne 67 
WwW 
Wright Fascia Needle .........................eeeeeeeeeennee 12, 181 


